
TVC Calibration

by M. Suzuki

slow                                      fast

Timing Step No.

TVC mean
[ch]

• Fitting by linear function

• Almost all channels are
linear shape



TVC Scanning for all PMT

by M. Suzuki

• No dead channel
• TVC conversion factor

<CTVC>27.8 ± 0.7 [ps/ch]
• Consistent with previous measurement 

FEE channel No.

TVC conversion 
factor [103 psec]


